Right ventricular (RV) lead perforations are relatively rare but a potentially life-threatening complication of surgical implantations of cardiac implantable electronic devices (CIEDs). The result of percutaneous simple lead traction after lead perforations in the Japanese population has not been well clarified.
R ight ventricular (RV) lead perforations are relatively rare but a potentially life-threatening complication of implantations of cardiac implantable electronic devices (CIEDs). The incidence of RV lead perforations has been reportedly 0.1%-0.8% for pacemakers (PMs) and 0.6%-5.2% for implantable cardioverter defibrillators (ICDs). [1] [2] [3] The clinical presentation was highly variable, ranging from asymptomatic to severe symptoms such as chest pain, dyspnea, and tamponades. 4, 5) Abnormal electrical parameters of PMs or ICDs may be the first clue to the diagnosis of cardiac perforations, but their diagnostic utility is limited by a poor specificity. 5) Several methods for the management of this complication have been reported. [4] [5] [6] [7] [8] [9] [10] However, the result of percutaneous simple lead traction after lead perforations in the Japanese population has not been well clarified. This study aimed to investigate the outcomes of percutaneous RV lead traction in patients who had lead perforations after the lead placement of a CIED.
Methods

Study subjects:
We retrospectively studied 1414 patients from April 2007 to December 2018 who underwent initial CIED implantation. The exclusion criteria were the use of epicardial leads or pediatric cases (patient age of less than 18 years old). Fifty-five patients were excluded, and 1359 patients were enrolled in our study. A PM was implanted in 973 patients (DDD: 896, VVI: 54, VDD: 1, CRTP: 22) and an ICD or cardiac resynchronization therapy defibrillator (CRTD) in 386 (ICD: 259, CRTD: 127). We experienced 15 patients (1.1%, perforation group) with RV lead perforations. One patient (0.08%) who experienced right atrium (RA) lead perforation was excluded from this SIMPLE LEAD TRACTION FOR RV LEAD PERFORATIONS Uni indicates the unipolar electrogram from the tip of the RV lead. A dominant, upright R wave and inverted T waves were observed before withdrawing the lead, which suggested that the tip of RV lead was located in the epicardium. After withdrawing the lead, ST elevation was observed, which indicated that the tip of the lead moved to the endocardial side of the RV myocardium.
analysis. The clinical data in the perforation group was evaluated. Percutaneous simple lead traction and repositioning of the lead were performed in all patients. The baseline characteristics and echocardiographic data were compared between the lead perforation group and the non-perforation group. The success and complication rates of the strategy were also assessed. Diagnosis of RV lead perforations: RV lead perforations were suspected from the symptoms or an increased capture threshold (Bipolar). Ultrasound cardiography (UCG) or computed tomography (CT) was performed in such cases, and RV lead perforations were diagnosed by confirming that the tip of the RV lead was located outside of the heart (Figure 1 ). However, in cases with a minimal perforation of the heart, UCG or CT was non-diagnostic. 11) Therefore, unipolar electrograms from the tip of the RV lead were confirmed before the lead traction. Lead perforations were also diagnosed by a dominant, upright R wave and an inverted T from the lead tip electrogram even in cases in which an imaging diagnosis was not performed ( Figure 2 ). 12) Lead traction procedure: Antiplatelet therapy (aspirin, clopidogrel, prasugrel) and warfarin were not stopped, and direct oral anticoagulants (DOACs) (dabigatran, rivaroxaban, apixaban, edoxaban) were stopped on the day of the operation. Lead traction was performed under local anesthesia under sedation without intubation while a cardiac surgery team was on stand-by. The PM lead was removed from the RV myocardium by the simple traction method through subclavian vein access with invasive atrial blood pressure monitoring. After the lead was removed from the RV myocardium, we waited for more than 10 minutes to MORI, ET AL 
Results
Baseline characteristics: The baseline characteristics, echocardiographic data, and lead data were compared between the perforation group and the non-perforation group; however, there was no significant difference in any of the parameters (Table I) . The perforation group consisted of 15 patients (1.1% of the total CIED implanted patients). The average age was 69.5 ± 9.3 years old, eight were males, eight had PMs, five had ICDs, and two had CRTDs (Table II) . Four patients received a single antiplatelet therapy (SAPT), and two took a dual antiplatelet therapy. One patient took DOACs, and one took warfarin. One patient took SAPT and DOAC. Table III shows the number and details of perforated and non-perforated leads. Clinical features at the time of the presentation: The median days from the implantation to the diagnosis was seven days (5.5-36.0) after the CIED implantation. One patient was diagnosed during the acute phase (< 24 hours), nine during the subacute phase (1 day to 1 month), and five during the chronic phase (!1 month). 13) Twelve patients were asymptomatic, but the lead perforations were detected by an increased capture threshold of the RV lead. Three other patients had pericarditis and stimulation of the diaphragm. No patients showed abnormal lead parameters for both RA and RV. No patients had any cardiac tamponades on the echocardiograms at the time of the diagnosis. Thirteen patients underwent UCG, and in nine (69.2%), the tip of the RV lead was located outside of the heart. Nine patients underwent a CT scan, and a perforation finding was confirmed by CT imaging in all patients. A unipolar electrogram was recorded from the tip of the RV lead in all patients, and 11 patients (73.3%) had inverted T waves in the lead tip electrogram. Lead repositioning procedure: The procedures were performed in the electrophysiology laboratory while continuously monitoring the atrial pressure. All leads were successfully extracted from the perforation site. Only one patient in the ICD lead group who took anticoagulants and SAPT had a cardiac tamponade and required an urgent pericardiocentesis (case 1). Although six patients took antiplatelet medications, and two took an anticoagulation therapy, they did not have any cardiac tamponades. No one required a thoracotomy or had any other device related complications after repositioning the RV lead.
Although one case showed that the perforated lead was located in the thoracic cavity, simple traction was successful without major complications (Figure 3 ).
Discussion
Main findings: To the best of our knowledge, this was the first study to report the outcomes of percutaneous simple lead traction for RV lead perforations in the Japanese population. The main findings of this study were as follows: (1) RV lead perforations were relatively rare (1.1%), and cardiac tamponade was observed in one patient (0.07%) in this series of patients. could be safely repositioned without a surgical repair. (3) The procedure could be safely performed without interrupting the antiplatelet therapy. (4) Perforations of the RV lead were equally observed for the PM leads and ICD leads. (5) We could not obtain any specific baseline characteristics or echocardiographic findings that could characterize the perforation group.
Manifestations of lead perforations:
The clinical symptoms of lead perforations might vary among cases, from being asymptomatic to severe, such as cardiac tamponade. An increased capture threshold without any manifestation was the most common initial sign of a lead perforation in our study. The right ventricle has a low-pressure system, and, therefore, the site of the perforation might have been sealed by the perforated lead itself, and only a high threshold (especially with unipolar pacing) was observed in our cases. Most cases were asymptomatic, and imaging could play an important role in the diagnosis of lead perforations. Recording the unipolar electrograms from the distal tip of the lead can also provide information on lead perforations.
Management during lead traction and repositioning:
Cardiac tamponade following percutaneous lead traction was observed in only one case, which was an ICD lead group and took an antiplatelet therapy and DOACs. The other 14 cases did not exhibit any tamponade or other fatal complications. This was probably due to the "selfsealing" properties of the myocardium. 14) Just after the lead traction, the myocardium would constrict and cover the perforated site. Therefore, the incidence of cardiac tamponade during the procedure was low in our series. The previous reports did not include subjects who were taking anticoagulation therapy or antiplatelet therapy. 7) In our study, the DOACs were stopped before the procedure, but the warfarin and platelet therapies were continued during the procedure. Only one case who received a SAPT and DOAC had cardiac tamponade, and another case did not have a cardiac tamponade. The continuous use of antiplatelet therapy or warfarin might be safe in this procedure. In patients who are at high risk for stroke events, it could be considered to continue them on dabigatran. In the case of cardiac tamponade, idarucizumab would be useful to neutralize the effect of dabigatran, as described in the case of performing catheter ablation. 15) Clinical implications: Although RV lead perforations may be a rare complication in CIED implantations, they could be potentially life threatening. However, a safe procedure for resolving lead perforations has been unclear. Operative mortality and complication risk for all major cardiovascular operations were 1.5%-6.0% and 2.4%-8.4%, respectively. 16) Therefore, the percutaneous procedure would be safer than an operation. Our results showed that percutaneous simple lead traction would be feasible and effective in the Japanese population. Our study also suggested that antiplatelet therapy did not have to be stopped before the procedure if the patients were not taking anticoagulation therapy. Study limitations: Most of the leads in this study were active fixation leads. Therefore, we could not compare active fixation and passive fixation leads. We studied the safety of simple lead traction for only ventricular leads, and not for the atrial leads. Hence, the safety and effectiveness of simple lead traction for atrial lead perforations were unknown.
Conclusions
RV lead perforations are a relatively rare complication of CIED implantations. Percutaneous simple lead traction and repositioning of the perforated lead with cardiac surgery backup were feasible and effective if the patients did not receive anticoagulants.
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